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ABSTRACT
As composites have continued to be optimized, significant differences in physical, mechanical, and clinica performances between the available 
systems have lessened. Yet, despite all the improvements, one constant remains: direct composites need to be light-polymerized. Clinicians need 
to understand the principles of light-curing because unbound monomers are cytotoxic and improperly cured composites are less biocompatible. 
Presently, there are four technologies available to cure composites. Once the light source is chosen, the clinician should consider several factors 
to ensure that the composite is being cured satisfactorily. This article analyzes the various current technologies, their strengths and weaknesses, 
and the relevance of following certain protocols to ensure proper polymerization rates. 
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INTRODUCTION
 7KH¿HOGRIDSSOLFDWLRQRIWKH¿UVWGHQWDOFRPSRVLWHPDWHULDOV
was very limited compared to that of amalgam. Early composite 
materials were suited only for anterior restorations because of their 
weak mechanical properties. In the past few decades, however, 
dental composites have developed from an inferior resin material into 
the material of choice for the fabrication of highly esthetic, durable 
posterior and anterior restorations in direct restorative dentistry. The 
GHYHORSPHQWV LQ WKH ¿HOG RI FRPSRVLWH WHFKQRORJ\ UHVXOWHG LQ WKH
DGYHQWRI QHZFODVVHVRIPDWHULDOVDQG¿HOGVRI DSSOLFDWLRQ VXFKDV
DGKHVLYH OXWLQJ PDWHULDOV UHVLQPRGL¿HG JODVV LRQRPHUV FRUH EXLOG
XS PDWHULDOV RUPRFHUV DQG FRPSRPHUV :RUNLQJ ZLWK UHVLQEDVHG
materials requires a detailed understanding of the curing properties and 
combination possibilities of these materials and the factors that affect 
this process. Most modern composite materials are either based on 
a light-curing technology or offer a dual mechanism of light- and self-
curing technology. In the case of light-curing materials the clinician need 
to assure that enough photons reach the bottom of the composite, or 
the composite will not achieve the properties necessary for long term 
survival, as seen in Figure 1.
A BRIEF HISTORY OF COMPOSITES 
 6HOIFXULQJFRPSRVLWHVGRPLQDWHGWKH¿HOGRIWRRWKFRORXUHG
dental restorations for many years before light-curing materials 
captured the market. These self-curing composites were based 
on radical polymerization initiated by the decomposition of benzoyl 
peroxide. These materials were usually supplied in two-component 
systems, usually consisting of an activator in an amine-containing 
base paste and an initiator in a peroxide-containing catalyst paste. A 
drawback of the chemical curing process is that users have to wait for 
a relatively long time after they have applied the materials before they 
can continue with the treatment. Final polishing can be performed after 
24 hours at the earliest. Furthermore, these composites are not stable 
at room temperature and therefore require refrigerated storage below 
&7KHVHGLI¿FXOWLHVFDQEHDYRLGHGE\XVLQJSKRWRSRO\PHUL]DWLRQ
$QXOWUDYLROHWOLJKWDFWLYDWHG¿VVXUHVHDODQWZDVRQHRIWKH¿UVWOLJKW
curing materials that became available(1). However, the ultraviolet 
light-cured systems were soon replaced because they involved some 
serious drawbacks, such as the warm-up period of the apparatus, a 
limited depth of cure of 1 to 2 millimetres and UV radiation exposure, 
which may cause damage to the corneal epithelium. The next stage was 
to introduce visible light-activated composites. To enable the formation 
of organic-chemical compounds, the photoinitiator campherquinone was 
most commonly used in these materials(2,3).
A SHORT HISTORICAL SURVEY OF CURING LIGHTS
 The wide array of curing lights available on the market may be 
at times confusing. A review of the characteristics of these curing lights 
may help to highlight their strengths and weaknesses:
Halogen Lights
 Basically, halogen lights are based on the same technology 
as conventional light bulbs with the difference that the temperature of 
WKH¿ODPHQW LVVHYHUDOKXQGUHGGHJUHHVKLJKHU7KH OLJKWRID WXQJVWHQ
KDORJHQ FXULQJ OLJKW LV SURGXFHG ZKHQ WKH WKLQ WXQJVWHQ ¿ODPHQW
which works as a resistor, is heated by the current to temperatures of 
around 3000 .HOYLQ:KHQWKH¿ODPHQWEHFRPHVLQFDQGHVFHQWLWHPLWV
electromagnetic radiation in the form of visible light as well as a large 
amount of infrared radiation. As high temperatures are produced in the 
process, heat elimination is indispensable. Furthermore, the lifetime of 
the halogen bulb is limited (enabling approx. 6 months of clinical use). 
Halogen lights are reliable and cure all composite materials within a 
reasonable period of time. They can be purchased at relatively low 
acquisition costs and burned-out bulbs are relatively inexpensive to 
replace. 
Plasma Arc Curing Lights (PAC)
 These lights were introduced to the dental profession with 
the claim that they would minimize curing times without affecting the 
mechanical properties of the cured materials. Practitioners were 
astonished by how quickly these lights cured restorative composites. 
On average, the recommended exposure time to cure an increment of 
a light-coloured composite was between 3 and 5 seconds. In addition 
to their high prices, one of the problems encountered in these lights is 
that a number of composites, adhesives and protective varnishes do 
not cure with high-intensity light sources such as PAC lights and argon 
lasers, because of an incompatibility between the photoinitiator of these 
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materials and the light emission wavelength. Even if the photoinitiator 
is compatible with the wavelength range of the emitted light, a few 
studies have shown that the short curing times recommended by the 
PDQXIDFWXUHUVDUHLQVXI¿FLHQWIRUPDQ\FRPSRVLWHPDWHULDOV(4,5,6).  
Light Emitting Diode (LED) Lights
 The use of LED technology to polymerize dental materials 
was mentioned more than ten years ago(7). The main advantages of 
this technology include moderate costs, the improved light-intensity of 
second-generation LED lights (with a corresponding reduction of the 
curing time), practical features (e.g. smaller, more portable and cordless 
lights) and the long service life of diodes (approx. 1000 hours, which is 
equivalent to 5 years of clinical use approximately). A number of studies 
have shown that LED lights are able to polymerize composite materials 
to a depth of cure(8), compressive strength(9) DQG ÀH[XUDO VWUHQJWK(10,11) 
that are statistically not different from the values obtained in composite 
materials cured with conventional halogen lights using the same light 
intensity(12).
 Furthermore, Mills et al.(13) found in a study that the LED lights 
SURGXFHGDVWDWLVWLFDOO\VLJQL¿FDQWKLJKHUGHSWKRIFXUHLQWKUHHGLIIHUHQWO\
¿OOHGPHGLXPVKDGHFRPSRVLWHPDWHULDOVWKDQGLGWKHKDORJHQXQLWVZKHQ
FRPSDUDEOHFXULQJWLPHVZHUHXVHG7KH¿UVWDQGVHFRQGJHQHUDWLRQRI
LED lights were not able to cure some materials because of incompatible 
wavelength ranges (similar to PAC lights). Some manufacturers added 
with the polywave®-LED an emission peak at 405-410nm(14) in the 
wavelength range of the third and latest generation of LED lights. As the 
cost for LED lights continues to decrease (they cost about the same as 
halogen lights but the life of their light source is longer) and as they offer 
a high degree of portability (battery operation), high light intensity and 
a wavelength range that is similar to that of halogen lights, the future of 
LED curing lights looks promising, fact that is shown in the wide range of 
products offered to the dental practitioner.
Curing Depth, Light Intensity and Polymerization Time
 Determining whether or not a composite restoration is 
completely cured is one of the largest challenges in the clinical practice. 
The uppermost layer is cured almost immediately while the deeper 
areas are still reacting. Practitioners have to be aware of the fact that 
the energy is attenuated and dispersed with increasing material depth. 
There is therefore a risk that the monomer may not convert into a 
polymer.
 Several factors affect the depth of cure of composite 
PDWHULDOV ZLWK VKDGH DQG WUDQVOXFHQF\ EHLQJ WKH PRVW VLJQL¿FDQW
ones. For example, the curing depth is lower if a dark and opaque 
composite is polymerized(15). The light can penetrate more deeply with 
a light or translucent shade than with an opaque material. The same 
effect is achieved when shade A1 is compared with shade A3.5 or A4 
(Figure 2).
The Composite Structure Also Affects Light Penetration
 ,Q SDUWLFXODU WKH YHU\ VPDOO SDUWLFOHV PP RIPLFUR¿OOHG
composites scatter the light, which decreases light penetration 
(comparable to the effect of fog on the headlights of cars)(16). The same 
HIIHFW RFFXUV LQ K\EULG FRPSRVLWHV ZKLFK FRQWDLQ PLFUR¿QH SDUWLFOHV
These materials impede light penetration to a greater extent than do 
FRPSRVLWHVWKDWDUHIUHHRIPLFUR¿OOHUV(16).
 Unfortunately, many practitioners are not aware of this 
limitation in the light-induced polymerization process of composites. 
*HUPDQ UHVHDUFKHUV SXEOLVKHG GDWD ZKLFK VKRZHG WKDW   RI
the users change the polymerization time when they use a different 
PDWHULDODQGRQO\RIWKHPNQRZWKHUHOHYDQFHRIWKHFRPSRVLWH
shade to the curing process. This indicates an urgent need for 
LQIRUPDWLRQDV WKHVKDGHDQG WUDQVOXFHQF\SOD\DVLJQL¿FDQW UROH LQ
the curing process(16,17).
 The polymerization depth (D) is generally expressed by 
WKHIRUPXOD' Fï/RJFð/77KHIDFWRUVFïDQGFðFRQWDLQGDWD
UHJDUGLQJ WKHFRQFHQWUDWLRQRI LQLWLDWRUVDQG WKHDEVRUSWLRQFRHI¿FLHQWV
of the composite. A number of researchers were able to prove the 
logarithmic relationship between the curing depth and the light intensity 
as well as between the curing depth and exposure time shown in this 
formula(18,19). For the clinical practice, this formula shows that in cases in 
which the light intensity is increased by a certain factor, the exposure time 
can be decreased by the same factor.  
 It would be ideal for dental practitioners to be able to take 
advantage of a curing protocol that can be applied universally in all 
FDVHV.RUDQDQG.UVFKQHU(20) concluded that if the total dose of light 
intensity (the product of light intensity and exposure time) delivered to the 
FRPSRVLWHLVKLJKHUWKDQP:VFP2, the overall surface hardness 
tends to remain constant. This dose is achieved with a light intensity of 
P:FP2 DQG DQ H[SRVXUH WLPH RI  VHFRQGV P:VFP2: 
P:FP2 = 42.5 sec), or, to mention an example, an exposure time of 
VHFRQGVUHTXLUHVD OLJKW LQWHQVLW\RIP:FP2. This calculation is 
UHIHUUHGWRDVWKH³7RWDO(QHUJ\&RQFHSW´
 6WXGLHV FRQFOXGHG WKDW D OLJKW LQWHQVLW\ RI DW OHDVW P:
cm2 is required(21,22,23) to cure 1 millimetre of material thickness. On the 
other side, independent from the intensity, it is generally not possible to 
VXI¿FLHQWO\FXUHLQFUHPHQWVWKDWDUHWKLFNHUWKDQPLOOLPHWUHV(23).
 It is important to point out that these tests were performed 
in laboratories under ideal conditions; an additional safety margin 
should be included for applications in the dental practice. It is 
WKHUHIRUH QRW DGYLVDEOH WR XVH OLJKW LQWHQVLWLHV EHORZ P:FP2. In 
addition, practitioners should take into account that the light output 
of the light guide may be hampered by disposable infection control 
barriers(24), debris, contamination, composite residue(25), scratch marks, 
discoloration and damage(26,27). 
THE BLEACH DILEMMA
 Most light-curing dental composites use campherquinone as 
the initiator for light-induced polymerization. Campherquinone offers a 
broad absorption spectrum (400-500nm) with peak absorption at 465-
470 nm. It is a  solid yellow powder with an unbleachable chromophore 
group (Figure 3). Composite materials exhibit an undesirable 
yellowing effect, even after polymerization with medium amounts of 
campherquinone. 
 To attenuate this effect, some manufacturers have begun 
to add other photoinitiators, which work alone or synergistically with 
camphorquinone(28). Acylphosphine oxides are often utilized for this 
purpose because of their weak yellowish-whitish tinge. The absorption 
peak of these compounds is located predominantly in the UV region with 
a small extent in the visible light region (violet light). 
 Second-generation LED curing units, which have a peak at 468 
nm(29) and perfectly match the absorption peak of campherquinone, are 
ineffective in conjunction with these new initiators. This problem does not occur 
with halogen lights, because they offer a broad emission spectrum. Neumann 
et al.(30), investigated the performance of two LED units and a halogen light 
in conjunction with campherquinone-containing and non-campherquinone-
containing  formulations. This investigation highlighted the difference in the 
effectiveness of these curing lights and the need for an overlap between the 
emitted light and the absorption spectrum of the initiators. 
 The use and curing of initiators such as trimethylbenzoyl-
diphenylphosphine oxide (TPO) (Lucirin TPO®, Figure 3), 
phenylpropandione (PPD) and bisacylphosphine oxide (Irgacure 
819) is particularly problematic in translucent and bleach-coloured 
FRPSRVLWHVDQGLQFRQMXQFWLRQZLWK/('XQLWVRIWKH¿UVWDQGVHFRQG
generation. In these materials, the yellow initiator (campherquinone) 
is used in a reduced concentration or completely eliminated. Lucirin 
732LVWKHPRVWSRSXODURIWKHDERYHPHQWLRQHG³QHZ´LQLWLDWRUV7KLV
ingredient is utilized for low-yellowing, white pigmented UV-curable 
coatings, printing inks and clearcoats in the industry(31). In chemical 
terms, this compound is a 2, 4, 6-trimethylbenzoyldiphenylphosphine 
oxide(31). Although the absorption peak of Lucirin TPO® is located 
 in the UV spectrum, it is sensitive to visible light.  Because 
of this characteristic, it is suitable for dental applications. However, it 
does not cure with all light-curing units.
 In the past few years, new LED curing units offering a 
broadband emission spectrum were launched. As a result, these lights 
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Figure 1.6HFRQGDU\FDULHVGXHWRLQVXI¿FLHQWSRO\PHUL]DWLRQRIWKHFRPSRVLWH",I
LQVXI¿FLHQWOLJKWUHDFKWKHERWWRPRIWKHFRPSRVLWHFDULHVDGMDFHQWWRUHVWRUDWLRQV
(CAR) can occur.
Figure 2. Depth of cure of a micro-hybrid composite, depending from the shade 
and translucency.
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are theoretically suitable for curing all dental materials, including those 
composites which contain whitish initiators such as Lucirin TPO®. 
Ultralume® (Ultradent, South Jordan, Utah, USA) and G-light® (GC, 
Tokio, Japan) were pioneers of this category of polymerization units. 
Valo® (Ultradent, South Jordan, Utah, USA), Smartlite® Max (Densply 
'H7UH\.RQVWDQ]*HUPDQ\DQGEOXHSKDVH*DQGEOXHSKDVH6W\OH
(Ivoclar Vivadent, Schaan, Liechtenstein) are among the latest LED lights 
that have become available on the market and offer this characteristic. 
The spectral output of these units is unique because they incorporate 
a standard peak at 465-470nm and a secondary peak in the range 
of 404nm(14), with considerable variation between the various units 
investigated. Figure 4 shows the light emission spectrum of different 
curing units. Price et al.(14), tested the new broadband spectrum of the 
LEDs by comparing two LEDs with a broadband spectrum with two 
standard LED lights. The highest overall hardness was, in fact, achieved 
by the units that use the new polywave® technology. In a recent study, 
Giorgi et al.(32), also found differences in the degree of cure between 
composites cured with 2nd and 3rd generation LEDs, with better results for 
3rd generations LEDs in combination with more translucent composites 
due to the overlap of emission spectrum with emission absorbtion of the 
composite resin(32). Also recently, Santini et al.(33), proved that the use of 
SRO\ZDYH/('V VLJQL¿FDQWO\ LPSURYHV ERWK'& GHJUHH RI FRQYHUVLRQ
DQG.+1.QRRSPLFURKDUGQHVVRIPDWHULDOVFRQWDLQLQJ732
POLYMERIZATION TECHNIQUES
 Several studies were carried out and numerous techniques 
LQYHQWHG LQDQHIIRUW WR¿QGWKHEHVWFXULQJPHWKRG3UREDEO\ WKHPRVW
sophisticated technique was developed by Lutz et al.(34), in 1986. This 
WHFKQLTXH XVHV D OLJKWUHÀHFWLQJ ZHGJH DW WKH FHUYLFDO PDUJLQ DQG
transdental polymerization at the axial walls. This technique was found 
to be effective not only by the developer but also by other clinical 
investigators(35,36). It should be noticed, however, that a substantial 
decrease in light intensity occurs in conjunction with this technique; 
Goes et al.(35)IRXQGWKDWRQO\RIWKHOLJKWZDVWUDQVPLWWHGWKURXJKWKH
UHÀHFWLQJZHGJH
 Several years later, studies showed that the effectiveness of 
this technique was attributable to the low polymerization stress, which 
results from the reduction in light intensity during transdental curing(36), 
UDWKHUWKDQWRWKHUHGLUHFWLRQRIOLJKWZLWKDOLJKWUHÀHFWLQJZHGJH,QIDFW
transdental polymerization resulted in a decrease in the light intensity and 
this affects the properties of the material(37).
 A few years later, Versluis et al.(38), showed that composites 
do not shrink towards the light. The literature on curing techniques does 
not provide a clear indication that any of these methods produces better 
results than straightforward direct light curing. 
 The loss of energy in relation to an increase in distance is 
another essential factor that has to be taken into account. Ideally, the 
tip of the light guide should be in direct contact with the restoration. 
However, this is not always possible in clinical applications; distances of 
PRUHWKDQPPEHWZHHQWKHOLJKWHPLVVLRQZLQGRZDQGFDYLW\ÀRRUZHUH
demonstrated in proximal restorations(39).
 There is no doubt about the fact that the light intensity 
decreases with an increase in distance. However, there is no consensus 
in the literature regarding the amount of energy that is lost. Pires et al.(40), 
UHSRUWHGDGHFUHDVHRIDWDGLVWDQFHRIPPDQGDWPP3UDWL
et al.(41)REVHUYHGDGHFUHDVHRIDWPPDQGDWPP+RZHYHU
the distances used in these studies hardly bear any relevance with the 
clinical reality. The distance between the tip of the light guide and the 
FDYLW\ÀRRURIDW\SLFDOFODVV,,SUHSDUDWLRQZDVUHSRUWHGE\3ULFHHWDO(42), 
to be 6.3mm (standard deviation +/-0.7mm). 
 ,Q DQ DSSURDFK WKDW UHÀHFWHG UHDOOLIH FRQGLWLRQV PRUH
appropriately, Meyer et al.(11)REVHUYHGDGHFUHDVHEHWZHHQDQGDW
10mm, depending on the curing light and the light guide in particular. These 
UHVXOWVZHUHFRQ¿UPHGLQDQRWKHUVWXG\FDUULHGRXWE\3ULFHHWDO(43), they 
REVHUYHGVLJQL¿FDQWGLIIHUHQFHVDPRQJWKHFXULQJ OLJKWVDQGFRQVLGHUDEOH
decreases in the light intensity, especially when turbo light guides were used. 
,QWKHVDPHVWXG\WKHVDPHFXULQJOLJKW2SWLOX[6'6.HUU'HPHWURQ
Danbury, CT, USA) was tested with a parallel-wall and a turbo light guide: the 
GHFUHDVHLQOLJKWLQWHQVLW\ZDVDQGUHVSHFWLYHO\
 Furthermore, restorations in the posterior region in particular 
DUH GLI¿FXOW WR UHDFK ZKLFKPD\ KDYH D IXUWKHU DGYHUVH HIIHFW RQ WKH
polymerization process. Dental assistants and even dentists tend to 
underestimate the importance of the distance between the light emission 
window and composite restoration. It is therefore advisable to use a 
SDUDOOHOOLJKWJXLGHLIWKHFXULQJXQLWSURGXFHVVXI¿FLHQWHQHUJ\WRHQVXUH
an appropriate polymerization process. 
 Another important factor is the behaviour of the LED when it is 
used without a light probe. In absence of a light probe, severe divergence 
of light occurs and the loss of energy dramatically increases at a distance 
of a few millimetres(43). Basically, the problem consists in the nature of 
/('VEHFDXVHWKH\HPLWOLJKWLQ)LJXUH7KLVFRQVLGHUDEOHORVV
RIHQHUJ\ZDVFRQ¿UPHGE\3ULFHHWDO(43), when they used the curing 
lights of various manufacturers without light guides. A graphic example 
of this phenomenon can be seen in Figure 6. Curing lights that are used 
without light guides are unsuitable for dental applications because of the 
dramatic loss of light intensity. 
 Damage or contamination of the light guide may also cause 
a decrease in the intensity of the curing light. Ernst et al.(25), found an 
LQFUHDVH LQ LQWHQVLW\RIDIWHU WKH OLJKWJXLGHVKDGEHHQFOHDQHG
DQGRI WKHFRQWDPLQDWHG OLJKWJXLGHVKDGQHYHUEHHQ UHPRYHG
before.
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SOFT START, PULSE DELAY, RAMP CURE: INTERMITTENT OR 
CONTINUOUS CURING? 
 The literature includes numerous studies that appear to 
VKRZ WKDW PRGL¿HG FXULQJ PHWKRGV KDYH D EHQH¿FLDO HIIHFW RQ WKH
polymerization of direct composite restorations(44,45). These methods are 
based on the understanding that a slower conversion rate enhances the 
ÀRZRIWKHPDWHULDOZKLFKUHGXFHVWKHVKULQNDJHVWUHVVRIWKHFRPSRVLWH
and therefore helps prevent gap formation(20,46).
 However, these methods should not affect the degree of cure 
and the surface hardness to ensure the mechanical properties necessary 
IRU WKH ORQJWHUP VWDELOLW\ RI WKH UHVWRUDWLRQ .RUDQ 	 .UVFKQHU(20), 
observed an equal degree of cure, residual monomer concentration and 
surface hardness with both sequential and continuous light curing, as 
long as the total irradiation dose was adequate(20).
 Different approaches to modulate the polymerization process 
are in use. For instance, the soft-start technique uses reduced power 
density at the beginning of polymerization and slowly increases the 
intensity in the course of the curing process, which improves marginal 
adaptation(46,47).
 A few variations of the soft-start technique were introduced; 
one of them is known as pulse-delay technique. The aim of this 
technique is to reduce the shrinkage stress by prolonging the duration 
of the pre-gel phase. As a result, the material maintains its plasticity 
IRUDQH[WHQGHGSHULRGRIWLPHEHIRUHLWFXUHV'XULQJWKH¿UVWVWDJHRI
this technique, a short curing step at reduced intensity is performed, 
IROORZHGE\D SHULRGZLWKRXW H[SRVXUH7KHQ WKH ¿QDO FXULQJ VWHS LV
performed. This technique should reduce the formation of marginal 
gaps and enamel cracks(48,49) EHFDXVH RI WKH HQKDQFHG ÀRZ RI WKH
composite material. 
INTERMITTENT LIGHT-CURING PRESENTS ANOTHER RELATIVELY 
NEW TECHNIQUE(50) 
 The composite is polymerized during short periods of light-on 
and light-off. Similar to the other techniques, the aim of this approach is 
to reduce the polymerization-induced stress by using light-off periods. 
Alonso et al.(51), observed improved marginal adaptation in conjunction 
with this method. 
 Careful analysis is required to decide which of these 
WHFKQLTXHVLVPRVWEHQH¿FLDODQGVXLWDEOHIRUFOLQLFDOSUDFWLFH$IHZ
studies reported better results for the intermittent curing technique 
than for other techniques(48,50,51,52); however, higher light intensities 
ZHUH XVHG IRU WKH RWKHU PHWKRGV :KHQ D ORZ HQHUJ\ GRVH LV
applied, the degree of shrinkage and therefore the shrinkage stress 
are reduced. To avoid this problem, Cunha et al.(53), introduced a 
standardized energy dose of 14J/cm2.They compared the shear bond 
strength of samples cured with continuous curing, pulse delay, soft-
VWDUW DQG LQWHUPLWWHQW OLJKW7KH\GLGQRW ¿QGD VLJQL¿FDQWGLIIHUHQFH
among the groups of samples that were cured with methods that use 
continuous light. However, a tendency towards higher bond strength 
values was found in conjunction with low energy densities. The soft-
start and pulse-delay groups produced the highest bond strength 
YDOXHVFRQ¿UPLQJWKHUHVXOWVRIRWKHUVWXGLHV(54,55).
 As already shown, the main problem described in the literature 
is the expenditure of time required for curing composites when the soft-
start or pulse-delay technique is used. Cunha et al.(53), showed that, in 
FRQMXQFWLRQ ZLWK WKH SXOVHGHOD\ WHFKQLTXH WKH KLJKHVW EHQH¿WV FDQ
be achieved if the material is cured for 5 seconds, followed by a pause 
of 3 minutes and then cured for 19 seconds. If 4 or 5 increments are 
applied, the curing time may easily amount to 15 minutes and more. The 
same study showed that the soft-start technique, which involves a curing 
time of approximately 30 seconds, would represent a more practicable 
DSSURDFKDVWKHEHQH¿WVRIDPRGXODWHGWHFKQLTXHDUHLQEDODQFHZLWKD
reasonable curing time. 
Figure 5. Light divergence in an LED without a light guide (left) and focused light 
with a light guide (right).
Figure 6. Divergence with a parallel light guide (left), with a turbo light guide (center) 
and without a light guide (right).
Figure 4. Emission spectra of various curing units and absorption spectra of various 
photoinitiators.
Figure 3. Campherquinone (left) and Lucirin TPO® (right).
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CONCLUSIONS 
 The polymerization of dental composites represents a very 
complex process. The dental practitioner needs to be aware of the 
limitations and factors affecting this process. The LED curing lights 
have been dramatically improved over the past few years, however 
they face a new challenge: they need to offer the broadband spectrum 
required for modern esthetic composites, which use other initiators than 
camphorquinone, such as Lucirin TPO®. Some manufactures have 
already begun to produce the third generation of LEDs, e.g. polywave® 
LED, and these curing lights have shown promising results. Furthermore, 
it is indispensable for LED lights to be equipped with a light guide, which 
should ideally be 10mm wide and parallel. If the curing light produces 
VXI¿FLHQW HQHUJ\ WXUER OLJKW JXLGHV VKRXOG EH DYRLGHG WR SUHYHQW DQ
unnecessary loss of energy when the composite is cured at a distance 
from the light emission window. In the course of several years of 
research, it has gradually emerged that sophisticated curing techniques 
are not capable of eliminating shrinkage stress. Nonetheless, modulated 
techniques offer clear advantages. The soft-start techniques presents the 
best compromise between curing time, mechanical properties(56), bond 
strength and reduction of shrinkage stress(57). 
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